ct has become a routine imaging modality based on its excellent ability of displaying lung structures and diseases. But, how to reduce radiation dose of routine ct examination is a concern for radiologists. Our study aimed to evaluate the feasibility of using 80kVp and a model-based iterative reconstruction (MBiR) algorithm to achieve one-tenth mSv dose chest ct in infants and young children. thirty-two cases (study group, average age 1.71 ± 1.01 years) underwent non-contrast chest CT examination at low dose with 80 kV, 4mAs and was reconstructed with MBIR (LD-MBIR) and the standard adaptive statistical iterative reconstruction (ASIR) algorithm (LD-ASIR); another group (control group) of 32 children underwent routine-dose chest CT with 100 kV and was reconstructed with ASIR only (RD-ASIR). The subjective and objective image quality of the three groups were measured and statistically compared. The radiation dose for the low dose scan was 0.09 ± 0.02 mSv, 6% of the routine dose. All LD-MBIR images were diagnostically acceptable. Compared with the RD-ASIR images, the LD-MBIR images were similar in noise in the left ventricle, muscles, lung field, on-par in displaying large airways, lung lucency and mediastinum, but were inferior in displaying lung marking, small airways and mediastinum. Thus, MBIR images with low dose in pediatric chest CT can be used in the diagnosis for lung field and air way disorders in infants and young children.
Subjective image quality evaluation. All patient examinations underwent initial quality checks before discharge using the routine dose, contrast-enhanced scan to make sure diagnostic information could be acquired. All subjective scores not accord with normal distribution by statistically analyzing, were compared using Kruskal-Wallis test. The subjective image quality evaluations of the three reconstruction groups had a significant deviation (p < 0.05), and post pairwise comparison analysis results are displayed in Table 2 . Generally, the LD-MBIR images were diagnostically acceptable with comparable image quality in displaying large airways ( Fig. 1) , lung lucency and mediastinum to the RD-ASIR images, but were inferior in displaying small airways and lung markings (Fig. 2) . The LD-ASIR images were not able to reach the diagnosis level in all 6 aspects. The subjective scores had significant differences between the 3 image groups (LD-MBIR, LD-ASIR and RD-ASIR) in all 6 aspects. Weighted Kappa analysis showed a high consistency between the two senior radiologists (doctor A and doctor B) for the subjective score with Kappa value of 0.92. The Kappa values decreased to 0.77 between doctor A and doctor C, and 0.84 between doctor B and doctor C (all p < 0.05). A total of 92 lesions were found on MIBR images acquired with low dose CT scanning, including 48 parenchymal infiltration lesions (thickened wall of small airways, atelectasis and necrotizing pneumonia) (Fig. 3 ), 14 interstitial lesions and shadows of streaks, 19 lesions with changed lung density (obstructive pulmonary emphysema and cystic diseases included), 4 lesions with pleural disease, 5 mediastinal masses and 2 bronchiostenosis. The number of lesions found on the LD-MBIR images was the same as that on the following contrast enhanced images acquired with the routine dose CT. However, LD-ASIR images could only display 87 lesions, five lesions that could not be displayed were all obstructive pulmonary emphysema.
Objective image quality. Table 3 lists the objective noise measurement and statistical results. Compared with the LD-ASIR images acquired with the same low dose level, LD-MBIR images displayed dramatically lower objective noise. When compared with the RD-ASIR images, the LD-MBIR images had statistically same noise in left ventricles, muscles and lung field (p = 0.23-0.99), but slightly higher noise in fat (p = 0.04). LD-MBIR images' noise values were much lower than those of LD-ASIR images, with statistically significant differences (all p < 0.05).
Discussion
CT scan is needed for children, especially for infants with recurrent pneumonia, refractory wheezing or hemoptysis existed to detect airway lesions. Even enhanced CT is performed to further clarify vascular malformations 15, 16 . Since the introduction of IR algorithms, they have been widely applied by different companies [17] [18] [19] [20] . Newly developed full model-based iterative reconstruction (MBIR) algorithm is reported to be able to reduce noise more significantly and has been applied in the examination for children's lungs 12, 14 . Previous studies have investigated the feasibilities of acquiring diagnostically acceptable images by combination of low dose and MBIR. However, little report can be found in children, especially combining with low tube voltages. ICPR suggests using low tube voltages for low body weight children with higher contrast, higher noise can be tolerated 21 . So, in our present study, CT scans in children less than 3 years old were performed with the lowest tube voltage at 80 kVp, the minimum www.nature.com/scientificreports www.nature.com/scientificreports/ current at 10 mA and the fast rotation time at 0.4 s, this scan protocol decreases the CTDIvol to 0.06mGy and the effective radiation dose to less than 0.1 mSv. Images acquired at the low dose scans were reconstructed with two different iterative algorithms and compared with those of state-of-the-art ASIR images at the routine radiation dose in terms of image quality and diagnostic accuracy. www.nature.com/scientificreports www.nature.com/scientificreports/ Our study showed that MBIR could reduce noise significantly in young children less than 3 years old. In the aspect of subjective noise, MBIR images showed significantly lower granular noise; the images were more smoothing and exquisite when compared with ASIR50% images acquired with the same low dose. However, the MBIR images were slightly blurred compared with the routine dose ASIR images, yielding lower spatial resolution and reduced subjective image quality scores. Specifically, even though the minute structures (such as lung marking and bronchioles) identified in the low dose MBIR images could be used for localization and quantification, they were inferior to those of the standard-dose ASIR images (Fig. 2) . As for large airways, although there were statistic difference between LD-MBIR images and RD-ASIR images (p < 0.05), the subjective score of LD-MBIR images was higher than 4.0, it was able to display the large airways with a good image quality (Fig. 1) . While with the same low dose, LD-ASIR images could only display large airways but lost the ability to guarantee the image quality in other aspects, too much image noise could decrease the ability to identify structures with similar density (Fig. 3) . The objective noise value of LD-MBIR images was significantly reduced (by 65.23-76.70%) compared to that of LD-ASIR images acquired with the same low radiation dose, and was only slightly higher than that of RD-ASIR images. The LD-MBIR images could display the soft tissue with a good contrast compared to LD-ASIR images. In addition, being a new iterative reconstruction algorithm, the acceptance levels for MBIR in terms of image texture were different among radiologists with different experiences and the levels for senior radiologists with more imaging experience were higher and more consistent.
The Kappa values decreased between junior doctor (Kappa values were 0.77-0.84) to the two senior doctors (Kappa value was 0.92), the difference may be caused by the fact that the senior doctor could not adapt the blurred edges in MBIR images 14 . But the junior doctor had good consistency with senior doctor in density evaluation, like lung lucency and lung marking.
There are several limitations in our study: first, the sample size was small. More cases and detailed information will be collected in future studies; second, in this study we only investigated the feasibility of combining low dose CT and MBIR on the diagnosis of lung disease in infants and young children, considered 80 kV may not be suitable for older children, we strictly limited the inclusion criteria for the study group; Third, in this study, only plain scanning was performed at low dose and reconstructed with MBIR to avoid double exposure to the same patient, the effect of MBIR on enhanced CT was not evaluated. In addition, the scan mode difference between the two dose groups, for example the rotation speeds were different in 2 scanning-protocols, that reduced the motion artifact from breathing in MBIR images, may also have introduced the contrast bias to cause the inferiority of the low dose MBIR images to show small lung markings and airways.
In conclusion, our study suggested that lung field and air way diagnostically acceptable images can be acquired at low radiation dose of 0.09 mSv by combining MBIR and 80 kV tube voltage, which may be used to replace traditional plain chest films. 
Methods
This study was approved by the Ethical Committee of Beijing Children's Hospital, informed consent had been obtained from all children's legal guardian before starting CT scans. The study protocols were performed in accordance with the approved guidelines and regulations of our hospital. In this study, consecutive cases of the study group were selected from our hospital between November 7, 2015 and January 15, 2016. All patients were under 3 years old, and the control group was formed by continuously selecting chest non-contrast CT patients from November 7, 2015 to November 16, 2015 with matched age to the study group.
CT data acquirement. All scans were performed on a multiple-detector row CT scanner (64rows, Discovery CT750 HD, GE Healthcare). Patients were scheduled for non-contrast and contrast-enhanced CT scans. To avoid excessive exposure, the non-contrast scan in the study group used only low dose and without routine dose scan, the contrast-enhanced scan in the same group used the routine dose to ensure clinical diagnosis. Scan parameters Low dose ASIR50% images (LD-ASIR) and (C) routine dose CECT ASIR50% image, radiation dose was 1.54 mSv. LD-MBIR images showed a patch of low density in the center of consolidation (white arrow head), but the boundary was blur, which was confirmed by the routine dose CECT image as a necrotic lesion, that LD-ASIR was not able to display it. (D) Another 2 years old boy with Lymphoma. Routine dose non enhanced CT images (RD-ASIR), radiation dose was 1.38 mSv, which can display different density well, the boundary was clear (black arrow).
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data obtained from the non-contrast scan (study group) was reconstructed to 0.625 mm thickness images with MBIR (LD-MBIR), and 0.625 mm hybrid images with 50% ASIR and 50% FBP (LD-ASIR). Another group of patients with routine dose non-contrast chest CT was selected as the control group, using the following scan parameters: tube voltage of 100 kV, gantry rotation speed of 0.8 s, tube current was set 100-350 mA and determined by automated tube current modulation (ATCM). The noise index was 11-13HU based on patient age. and the raw data was reconstructed into 0.625 mm hybrid images with 50% ASIR and 50% FBP (RD-ASIR), without any additional filters. All the children were given oral sedation to reduce motion artifacts.
Subjective image quality assessment. All images were transferred to a GE advanced workstation (AW4.5) and were anonymized for analysis. The image quality assessment was analyzed by two experienced pediatric radiologists (doctor A with 13 years and doctor B with 10 years of experience) and a junior pediatric radiologist (doctor C, with 4 years of experience) independently. Clinical information and scan parameters such as name, age, sex of patients, IR technique was concealed when reviewing images. During the whole assessment, the 3 radiologists were able to adjust image window width and window level freely and then give their own subjective scores independently.
A 5-point scoring system similar to other research [12] [13] [14] was used: 5, excellent, image noise was rare, lung lucency, lung marking and airway was defined well, mediastinal structure's edge could be distinguished clearly. 4, good, there was some noise in image, lung lucency, lung marking and airway was defined, mediastinal structure's edge could be distinguished; 3, diagnostically acceptable, the whole image noise was increased, lung lucency, lung marking and airway was affected by image noise, but could be accepted, mediastinal structure's edge was not clear enough, but could be accepted; 2, image noise was high, whole image quality was less than acceptable, but lung marking's location and edge of the lesion can be distinguished; and 1, non-diagnostic. Scoring was assessed in 6 aspects including subjective noise, lucency, lung marking, small airways, large airways, and mediastinal condition. The number of lesions on LD-MBIR and LD-ASIR was also recorded; pulmonary segment was used as counting unit for invasive and diffuse pulmonary lesions; unilateral or encapsulated pleural effusion was recorded as 1 lesion.
Objective noise measurement. After all the subjective image quality evaluations were completed, the two senior doctors draw a regions of interest (ROI) at the maximum cross section of the left ventricle on the AW4.5 workstation, then CT value and standard deviation (SD) were calculated by computer automatically. SD were also measured for the erector spinae, lung field and subcutaneous fat by drawing ROI half of the size of the descending aortic (14-30 mm 2 ) cross section on the same slice.
Radiation dose calculation. volumetric CT dose index (CTDIvol) and dose length product (DLP) were calculated and recorded automatically by scanner after examination. Then we calculated the Effective dose (ED) using the following formula based on the report of ICRP103 for computed tomography Statistical analysis. The Kolmogorov-Smirnov test was used to check for normal distribution. CTDIvol and DLP values were compared using paired t test. Since the subjective evaluation data were nonparametric, The Kruskal-Wallis test was used to compare the image quality scores among the 3 algorithms and the Bonferroni analysis was used to compare the difference between the pairwise of LD-MBIR, LD-ASIR and RD-ASIR. The objective evaluation data were normally distributed continuous data, were compared statistically using one-way ANOVA, to account for multiple statistical, a Bonferroni analysis was applied to compare the difference between the pairwise of 3 groups. The inter-observer agreement for the image quality was evaluated by using the Kappa test. All the statistical analysis was performed by using SAS software (version 9.3, SAS, Inc., Cary, NC, USA) with p < 0.05 indicating statistically significant difference.
